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FOREWORD 

This Indian Standard ( First Revision ) was adopted by the Bureau of Indian Standards, after 
the draft finalized by the Surgical Instruments Sectional Committee had been approved by the 
Medical Equipment and Hospital Planning Division Council. 

This standard was first published in 1978. It has been revised so as to retain the require- 
ments in respect of shapes and dimensions only, as the common specification aspects for these 
types of forceps are covered in IS 3642 ( Part 1 ) : 1990 'Surgical instruments — Specification: 
Part 1 Non-cutting, articulated instruments ( second revision )' which would serve as a horizontal 
standard for these forceps. Accordingly, this standard takes the form of a vertical standard and 
is intended to be used in conjunction with IS 3642 ( Part 1 ) : 1990. 

For the purpose of deciding whether a particular requirement of this standard is complied with, 
the final value, observed or calculated, expressing the result of a test, shall be rounded off in 
accordance with IS 2 : 1960 'Rules for rounding off numerical values ( revised )*. The number 
of significant places retained in the rounded off value should be the same as that of the specified 

value in this standard. 
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1 SCOPE 

1.1 This Indian Standard specifies the shapes 
and dimensions for Randall's pattern Kidney 
stone forceps. 

2 REFERENCE 

2.1 The Indian Standard IS 3642 ( Part 1 ) : 
1990 'Surgical instruments — Specification: 
Part 1 Non-cutting, articulated instruments 
( second revision )* forms a necessary adjunct to 
this standard. 

3 SHAPES AND DIMENSIONS 

3.1 The different shapes and dimensions of the 
Randall's pattern, Kidney stone forceps shall 
be as shown in Pig. 1. 



3.2 Joint 

The joint of the Kidney stone forceps shall 
be box type conforming to 13.2.2 of IS 3642 
( Part 1 ) : 1990. 

3.3 Working Ends 

The working ends shall be shaped as shown in 
Fig. 1 and shall be such that when a piece of 
hard vulcanized rubber of 12 mm thickness is 
firmly gripped between the working ends with 
full pressure of both hands applied on the fin- 
ger loops, the forceps shall not be damaged or 
take a permanent set. 

3.4 Finger Loops 

The finger loops, shall be of size No. 2 confor- 
ming to Section 6 of IS 3642 ( Part 1 ) : 1990. 
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Shape 
1 
2 

3 
4 



230 
210 
195 
185 



B 

95 
75 
60 
40 



C 

32 
45 
45 
40 



D 



20 

38 



95 
19 
15 
13 



1-5 
1-5 
15 
1-5 



All dimensions in millimetres. 

Fig. 1 Kidney Stone Forceps, Randall's Pattern 



Standard Mark 

The use of the Standard Mark is governed by the provisions of the Bureau of Indian 
Standards Act, 1986 and the Rules and Regulations made thereunder. The Standard Mark 
on products covered by an Indian Standard conveys the assurance that they have been 
produced to comply with the requirements of that standard under a well defined system 
of inspection, testing and quality control which is devised and supervised by BIS and 
operated by the producer. Standard marked products are also continuously checked by 
BIS for conformity to that standard as a further safeguard. Details of conditions under 
which a licence for the use of the Standard Mark may be granted to manufacturers or 
producers may be obtained from the Bureau of Indian Standards. 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to 
promote harmonious development of the activities of standardization, marking and quality 
certification of goods and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of thesa publications may be reproduced 
in any form without the prior permission in writing of BIS. This does not preclude the free use, 
in the course of implementing the standard, of necessary details, such as symbols and sizes, type 
or grade designations. Enquiries relating to copyright be addressed to the Director 
( Publications ), BIS. 

Revision of Indian Standards 

Indian Standards are reviewed periodically and revised, when necessary and amendments, if 
any, are issued from time to time. Users of Indian Standards should ascertain that they are in 
possession of the latest amendments or edition. Comments on this Indian Standard maybe 
sent to BIS giving the following reference: 
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